Bleeding Risk Assessment By Sonoclot in Severe Immune Thrombocytopenia

Kundan Mishra, Pankaj Malhotra, Aditya Jandial, Lad Deepesh Pravin Kumar, Neelam Varma, R K Dhiman, Uday Yanamandra, Alka Khadwal, Gaurav Prakash, Jasmina Ahluwalia, and Subhash Varma

Blood 2017 130:2320;

Abstract

Patients of Immune Thrombocytopenia (ITP) are at increased risk of bleeding and the risk increases with decreasing platelet count. Although in patients of severe ITP (platelet < 30x10^9/L), the risk of bleeding is the highest yet not all patients bleed. If bleeders and non-bleeders in severe ITP can be reliably differentiated, the financial, physical and social burden can be significantly reduced. However, the available investigations have not been able to serve this purpose. Therefore, we included sonoclot; a global test of coagulation, as a tool to assess the risk of bleeding in ITP. Sonoclot coagulation and platelet function analyser uses viscoelastometry to measure coagulation. It provides information on the haemostasis process, including coagulation, fibrin gel formation, fibrinolysis, and is also able to assess platelet function. The sonoclot also has advantage of ability to measure platelet function in severe thrombocytopenia. It is a portable machine, which can be used as bedside tool in emergency out patient department (OPD) or for admitted patients.

The study was conducted at department of internal medicine, postgraduate institute of medical education and research, Chandigarh, India. In this prospective observational study, a total of 80 patients of severe ITP (newly diagnosed) with or without active bleeding were included. Fifty of them had no evidence of any bleeding (Non-Bleeder Group) while thirty of them had features of (WHO grade ≥2) bleeding (Bleeder Group). All these patients were clinically evaluated and samples were collected as per unit protocol for ITP. They were evaluated with Hess test, bleeding time (BT), clotting time (CT), prothrombin time (PT), activated partial thromboplastin time (aPTT), and sonoclot signature analysis. For sonoclot; fresh blood samples were drawn in citrated vaccutainer and analysed by sonoclot coagulation and platelet function analyser made by Sienco, Inc, model SCP1, made in USA. The sonoclot signature assessment gives value for activated clotting time (ACT), clot rate (R1) and platelet function (PF).

Both the groups were matched in terms of patient age and all had same diagnosis. The mean and standard deviation for variables were as in Table 1. The difference between platelet counts in two groups was non significant (p=.816). The difference between two groups when compared with Hess test (p=.21, INR (p=.794), bleeding time (p=.051) and clotting time (p=.058) was non–significant. However, significant difference in two sonoclot parameters was observed between two groups. ACT was significantly longer in the bleeders compared to non–bleeders (p=.009) and the platelet function measured by sonoclot signature analysis (depicted by R3) was significantly lower in the bleeders than the non-bleeders (p=.01) (Figure 1 and Figure 2). The clot rate (R1) was non–significantly lower in the bleeders.

Although conventional evaluation tools like hess test, bleeding time, clotting time and INR could not differentiate between bleeders and non–bleeders in severe ITP, the coagulation and platelet function parameters assessed by Sonoclot coagulation and platelet function analyser were significantly different between bleeders and non–bleeders. Sonoclot also offers ease of use as compared to other global tests of coagulation (TEG/ ROTEM). Therefore, we conclude that to predict risk of bleeding in severe ITP patients; to help clinician in being more conservative in management of severe ITP patients with low risk of bleeding and avoid unnecessary therapy, sonoclot signature analysis is a handy outpatient or bedside tool.
Disclosures  No relevant conflicts of interest to declare.

- "*" Asterisk with author names denotes non-ASH members.

© 2017 by The American Society of Hematology

Potential Articles of Interest

- Evolution of Platelet Function and Bleeding in Children and Adults with Chronic Immune Thrombocytopenia on Romiplostim Treatment
  Elena Seregina et al., Blood

- Functional platelet defects in children with severe chronic ITP as tested with 2 novel assays applicable for low platelet counts.
  Esher R van Bladel et al., Blood

- Cell-Derived Microparticles in ITP Patients with vs. without Bleeding Tendency.
  Vincenzo Fontana et al., Blood

- The Platelet Phenotype of Children with ITP Is Consistent over Time and Is Associated with Both Concurrent and Subsequent Bleeding Severity
  Andrew L. Frelinger et al., Blood

- Thromboelastographic Evaluation of Coagulation in Patients with Liver Disease
  Kyung-Hwa Shin and In-Suk Kim, Blood

- A Thrombelastography-Guided Transfusion Strategy Before Invasive Procedures in Cirrhotic Patients With Severe Coagulopathy
  PracticeUpdate

- Severe Obstructive Sleep Apnea Associated With Hypercoagulability
  PracticeUpdate

- Association of conventional haemostasis and coagulation tests with the risk of acute upper gastrointestinal bleeding in liver cirrhosis: a retrospective study
  Li et al., Gastroenterology Report

- The New Anticoagulants
  EPMonthly

- Endovascular stroke therapy may be safe in patients with elevated international normalized ratio
  Sibu Mundyanapurath et al., J Neurointerv Surg